‘R I INDEPENDENT X-RAY
QUALITY ASSURANCE

RTI Best Practice Guide

Ocean Next:
Saving and Exporting
a Measurement

Ocean Next is the ultimate tool for your X-ray QA testing, 1. Open Ocean Next and you will be directed to the Home
providing full traceability and efficiency for all of your test- screen.
ing. With a built-in database, you can manage all of your 2. Select "Quick Check"

QA measurements, scheduling, analysis and reporting
within the software.

The first step is to ensure that you save your measure-

Ocean Next .’ h
ments. This guide will demonstrate how to save (using
Quick Check) and then guide you through how to export B L
any measurement from your database. — 5
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Remember, once you have saved a measurement in
Ocean, you can always go back and open it at a later time,

so you always have full traceability from the initial X-ray
shot all the way through to your report.
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3. If connecting for Findselct metes x

i H Listening for meter on Bluetooth (Discovery)
the first time, select o ke ot Kind ik e e It

your connected ‘* Pnlis CR-L070143
meter from the list

(can be Bluetooth

or via USB cable).
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4. Make measurements in Quick Check. EXPORT Measurements
* You can make all of your measurements first before 3. You will be navigated back to Quick Check)
saving. The exposure log (bottom right) will show A) On the Quick Check screen, select “File” .

all measurements in this Quick Check. The “Save”
function will apply to the entire Quick Check
(you do not need to save individual rows).

File Quick Check
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: B) Select “Export” on the left menu bar.
' ! C) Select “Measurements”.

SAVE Measurements with Quick Check D) Select “Export measurements to a file"”.

1. Click the “SAVE" icon in the top-left of the screen.
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: 38. Select “Export”
2. You will be navigated to “Save as” screen.
A) Here you save your Quick Check to the database.
B) Select “Browse”.

C) Select “Folders”
(you can define specific folder if preferred).

D) Type a name (bottom of screen).

E) Select “Save”.

51 B Measurements
3 Sites.
p— 5 Folders
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B
t 2C. Select “Folders” (can define specific folder if preferred)
2B, Select “Browse”
2D. Type a name

2E. Select Save
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E. Navigate to “Folders” section
F. Find your measurement(s) to Export

G. Double click’” measurement(s)
+ (Alternatively, ‘drag-and-drop’ to the right)
* Selected measurements will appear in the right-
hand panel
H. Click “Next

Export
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3E. Select “Folders™

3F. Find your measurement(s)

3G. Double click measurement(s)
measurements will appearon the right-
hand panel

3H. Click “N

A

L. “File” auto-selected
* “File” will save the measurement to your local PC,
so you can send it later
+ “Email” will directly attach to an email
J. Click “Finish"

3. “File” auto-selected

3J. Click “Finish™
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